
TEMPERATURE CONTROLLER & THERMISTER PROBE LOGSHEET 
EM30-Form-03 

 
Plating Tank                [Circle One] EDNi             "A" EDNi – Co       "B" EDNi        35 liters EDNi-Co    35 liters 
TC&TP Color Identification green  Red Yellow Blue 
Controller Serial Number C02002694  M99000935 C99000219 C2001720 
Logsheet Page Number A -- B -- EDNi  -- Ni-Co -- 
Calibrated Instrument 
Identification Number * 

# 1     Fisher Scientific Digital 
          M65011 

# 2         Fisher Scientific Digital 
               M650159 

# 3        Kessler Glass Thermometer 
             M649866 

# 4 Lollipop S/N 240175430  
(orange) 

# 5   Lollipop S/N 240175609  
(purple) 

# 6  Lollipop S/N 240175983  
(blue) 

# 7  Lollipop S/N 240176012 (red) 

DATE 

IN  TANK 
THERMISTER PROBE 

MEASUREMENT 
degrees   F 

CALIBRATED 
INSTRUMENT 

MEASUREMENT 
degrees   F 

CALIBRATED 
INSTRUMENT 
 ID  NUMBER * 

MEASUREMENT 
WITHIN + 1 F ** 

Yes   /   No 

INSTRUMENTATION 
EXCHANGE 

VERIFICATION 
PERFORMED 

BY 

       
       
       
       
       
       
       
       
       
       
       
       
       
*     Ensure instrument calibration  is current before taking measurements.   
**   If the + 1.0 degree F. criteria is not met, record corrective actions in plating tank logbook or Room 1124 logbook. 

This Form is referenced in EM30-WI-009 located at http://maptis.nasa.gov/em30/em30masterlist.html                                                                                Revision Date:  Baseline 

 


